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Texture of ultrasound images contain information about the properties of examined tissues. The anal-
ysis of statistical properties of backscattered ultrasonic echoes has been recently successfully applied to
differentiate healthy breast tissue from the benign and malignant lesions. We propose a novel procedure of
tissue characterization based on acquiring backscattered echoes from the heated breast. We have proved
that the temperature increase inside the breast modifies the intensity, spectrum of the backscattered
signals and the probability density function of envelope samples. We discuss the differences in probability
density functions in two types of tissue regions, e.g. cysts and the surrounding glandular tissue regions.
Independently, Pennes bioheat equation in heterogeneous breast tissue was used to describe the heating
process. We applied the finite element method to solve this equation. Results have been compared with
the ultrasonic predictions of the temperature distribution. The results confirm the possibility of distin-
guishing the differences in thermal and acoustical properties of breast cyst and surrounding glandular
tissues.

Keywords: medical ultrasound; temperature changes in vivo; breast tissue; ultrasonic temperature mea-
surement.

1. Introduction

Ultrasound images contain information about the
properties of examined tissues; their local acoustic
impedance is encoded in grayscale. The diagnostic
interpretation of the breast lesions’ images is done
by a physician on the basis of the BI-RADS (Breast
Imaging-Reporting and Data System) classification.
Numerous new methods of Quantitative Ultra-

sound (QUS) dedicated to the estimation of the struc-
tural changes in tissue are being developed (Mamou,
Oelze, 2013; Wu et al., 2015). Particularly, analy-
sis of statistical properties of the backscattered radio-
frequency (RF) signals have been successfully ap-
plied to differentiate healthy tissue from tissue re-
gions changed pathologically (Nowicki et al., 2015).
Up to now, the most reliable diagnostic results were
obtained for liver and renal tissues lesions, because
their normal, healthy structures are nearly homoge-
neous. The classification of the strongly heterogeneous

breast tissue is however still an open issue (Byra et
al., 2016). Recent study revealed that the medium
contraction and expansion induced by a temperature
change results in relative displacement of the scatter-
ers in heated tissue. On the other hand the temper-
ature rise modifies the absorption and changes also
the reflectivity of scatterers due to a reversible conver-
sion of protein microstructures. So, all together, these
tissue properties modification could potentially enable
the non-invasive mapping of the temperature changes
by tracking the variations in backscattered ultrasound
signals.
In the last decade, numerous studies have been

devoted to finding the relationship between changes
in temperature and properties of RF backscattered
echoes from tissue samples. Various QUS methods were
used for the detection of the temperature distribution
within the sonificated volume, e.g. (Doubrovina et
al., 2014; Kruglenko, Gambin, 2014; Byra, Gam-
bin, 2015; Gambin, Kruglenko, 2015).
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In general, these methods belong to “ultrasonic
thermometry”, well documented research field, (see
references in the latest review article Lewis et
al., 2015).
There are many articles on the use of ultrasonic

thermometry in tissue regions in vitro, but to our
knowledge there are no published results for human
breast tissues in vivo, except our two papers published
recently (Gambin et al., 2015a; 2015b). Previously, we
have studied thermal variation in statistical distribu-
tions of the echoes’ amplitudes recorded in soft tissue
phantoms and samples of soft tissue (a pig liver and
chicken breast) in vitro.
The problem of temperature distribution inside the

breast tissues was extensively studied in the founda-
tions of thermography imaging. The numerical mod-
els applied to theoretical and numerical modelling of
the temperature fields inside the breast tissue with dif-
ferent lesions in normal body temperature conditions
were proposed in (Balusu et al., 2014; González,
2007; Kwok, Krzyspiak, 2007; Ng, Sudharsan,
2001; Subhadeep, Balaji, 2010), where the assump-
tions on the existence of differences in heat produc-
tion in healthy and diseased tissues were assumed.
The main aim of the research reported in the pub-
lications mentioned above was to improve the detec-
tion of neoplastic lesions in the breast by measur-
ing the temperature distribution on the breast skin
surface.
We took a different approach. The skin surface was

heated in vivo and backscatter RF ultrasonic echoes
from the tissue before and after the heating were
recorded.
The information on the type of scattering tissue

structures is encoded in the statistics of the echoes
amplitudes from defined regions of interest (ROI). It
is well known that when a signal is backscattered from
a medium with a large number of uniformly distributed
scatterers then the random amplitude fluctuations are
close to the Rayleigh distribution. Derogation of that
distribution, due to more heterogeneous scatterers dis-
tribution, e.g. the appearance of cell clusters or/and
the scatterers reflectivity variations, results in the am-
plitude distribution better modeled when using more
complex probability distribution, such as K, Nakagami
or Gamma distributions.
In this paper two algorithms, the minimum likeli-

hood estimation and method of moments, fitting the
amplitude histograms to different probability distribu-
tion functions (PDF) for the cyst regions and glan-
dular tissue regions are used. The relationships be-
tween PDFs and local temperature are discussed. Ad-
ditionally, we have compared both, signal intensities
and spectrum variations resulting from the tempera-
ture rise in cyst and surrounding tissue regions.
In order to explain links between the temperature

field predicted by the numerical analysis and spatial

variations of changes in backscattered energy (CBE),
the spatial distribution of temperature based on finite
elements method (FEM) solution of Pennes bioheat
equation was calculated.
The paper is organized as follows: Sec. 2 describes

the experimental setup and methods applied, Sec. 3
presents the results, and the final conclusions are given
in Sec. 4.

2. Material and methods

2.1. Experiment description

Backscattered ultrasound RF signals and B-mode
images have been collected using ULTRASONIX,
(SonixTOUCH, Canada) scanner, 7.5 MHz frequency –
linear array L14-5/38 transducer, focused at the depth
3.5 cm. The breast was scanned before and after be-
ing heated by physician and the lesion region to be
analyzed was chosen. The heating process was done
directly through the skin to which a rubber seal bag
with hot water at c/a 50◦C during 6 minutes was ap-
plied.

2.2. Methods

The US images (before and after heating) were ob-
tained by an experienced physician with 15-year prac-
tice in US breast examinations, see Fig. 1.
The RF signals processing was done using Mat-

lab software (Mathworks Inc., Natick, Massachusets,
USA). The scan lines were compensated for the atten-
uation and the amplitudes of all RF lines were calcu-
lated using the Hilbert transform. The backscattered
signal amplitudes from the cyst and gland regions for
two different thermal conditions were used for statis-
tical analysis of the scattering properties. At first, dif-
ferent PDFs were fitted to the amplitude histograms
of the backscattered echoes.
The accuracy of fitting for different PDFs was mea-

sured with the mean squared error (MSE). Similarly,
the spectrum of mean signals backscattered from the
cyst and gland regions in two different thermal con-
ditions was calculated using the FFT (Fast Fourier
Transform) in order to differentiate spectral proper-
ties related to the thermal changes in cyst and glandu-
lar regions. The CBEs from the different tissue regions
were calculated and compared with the temperature
rise calculated using FEM model.
The numerical model of bioheat transport, descried

in details in (Gambin et al., 2015a) was used to local-
ize the regions with temperature variations. The FEM
solution of 2D boundary value problem for Pennes
equation with perfusion and metabolic heat genera-
tion terms was used to simulate the experimental con-
ditions. Independently, we calculated the changes in
the CBE in several regions. We used the dB measure
of CBE which we define below.
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Fig. 1. B-mode images of the breast. Left – normal temperature and right – 6 minutes after heating.
Below, the examples of raw RF signals from the normal and heated breast.

3. Results

3.1. Temperature distribution

To determine the temperature field inside the
breast in vivo a numerical FEM model was used
(Gambin et al., 2015a) and implemented in the
Abaqus 6.12 software environment (DS SIMULIA
Corp.). A general bioheat transfer equation in an inho-
mogeneous thermally anisotropic medium, occupying
domain in the real space, may be written as:

ρ(x)C(x)
∂T (x, t)

∂t
= ∂iK(x) · ∂iT (x, t)

+Qp(x, t) +Qm(x, t) +Qext(x, t), (1)

where summation index i = 1, 2, 3 in 3D real space, T ,
t, ρ, C,K, Qp, Qm andQext denotes temperature, time
variable, density, specific heat, thermal conductivity
of the medium, blood perfusion term, metabolic heat
generation term and external heating. Perfusion term
has the form:

Qp(x, t) = ωbCbρb(Ta − T ), (2)

where ωb, ρb, Cb and Ta denotes blood perfusion rate,
density of blood, specific heat of blood and arterial
blood temperature and the coefficients depending on
the variable x.

The medium under consideration consists of four ma-
terials occupying the domain V = Vs ∪ Vf ∪ Vb ∪ Vc,
Vs – skin, Vf – fat, Vb – breast gland and Vc – breast
cyst, respectively. Then, in Eq. (1) the three coeffi-
cients, ρ(x), C(x) and K(x) take the form

ρ(x) =


ps for x ∈ Vs ,

pf for x ∈ Vf ,

pb for x ∈ Vb ,

pc for x ∈ Vc ,

C(x) =


Cs for x ∈ Vs ,

Cf for x ∈ Vf ,

Cb for x ∈ Vb ,

Cc for x ∈ Vc ,

K(x) = KI, for x ∈ V,

K(x) =


Ks for x ∈ Vs ,

Kf for x ∈ Vf ,

Kb for x ∈ Vb ,

Kc for x ∈ Vc ,

where I denotes unit second order tensor.
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Table 1. Material properties of the breast tissue model used in numerical calculations
(http://www.itis.ethz.ch/virtual-population/tissue-properties/database/heat-transfer-rate/).

Density Conductivity Specific heat Metabolic heat Blood perfusion
[kg/m3] [W/(m�C)] [J/(kg�C)] generation [W/m3] rate [ml/s/ml]

Breast gland 1060 0.42 3540 700 150

Breast fat 911 0.21 2348 450 47

Breast cyst 1000 0.6 4200 0 0

Skin 1109 0.37 3391 368 106

Blood 1050 0.6 3800 – 10000

2D image (see Fig. 2) of tissue scan used in the nu-
merical model included the skin layer (skin) of 2 mm,
unevenly distributed fatty tissue of 2–9 mm, gland

Fig. 2. 2D simplified geometrical model used in FEM
calculations.

a) b)

Fig. 3. a) temperature distribution within breast tissue calculated using FEM, b) enlarged region with
better visibility of the temperature distribution in the tissue surrounding the cyst. The mean tempera-

ture rise in all nine marked regions was calculated.

breast tissue, and the cyst filled with fluid of about
5 mm × 7 mm. The cyst was located at a distance of
18 mm from the skin surface. The above given the gen-
eral bioheat transfer equation, describing the temper-
ature field generated by a surface heat source on the
skin surface and with the assumed constant tempera-
ture on the rest of the boundary, without the external
volume heat sources was numerically solved.
The initial temperature in the whole area was as-

sumed to be equal 37◦C. After 6 min heating the tem-
perature on the skin boundary increased up to 42◦C.
Material parameters for numerical model are given in
Table 1.
The temperature distribution after heating is

shown in Fig. 3. Let us notice, that the temperature
rise inside the breast is heterogeneously distributed.
Thermal properties of the skin, assumed in our theo-
retical model, sufficiently protect the internal part of
breast to preserve safety temperature variations.

3.2. Spectral properties temperature variations

The mean spectra of the RF data lines from two dif-
ferent breast regions 3A and 3B, marked in Fig. 3, and
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Fig. 4. Mean frequency spectrum in the two tissue regions, left, and right before and
after heating.

from the cyst region were calculated. The dimension
of regions was 5× 4 mm, which corresponds to 35 im-
age lines with 200 samples each. The spectrum was
calculated for every line and then averaged. Specific
behaviour of backscattered signal spectral properties
due to the temperature variations is shown in Fig. 4.
The amplitude values are 10 times greater in the breast
regions than in the cyst. In the breast US scan (Fig. 1)
the cyst region is darker than the surrounding tissue.

3.3. Statistical properties in function
of temperature variations

Statistical properties of the RF envelope from dif-
ferent ROI’s were calculated by fitting the histograms
to different PDF’s, namely Nakagami, K-distribution,
Gamma and Rayleigh. The goodness of fit was deter-
mined using MSE. The breast tissue regions used in
calculation of histograms are denoted as A2, A3, B3,
C2 and C3 in Fig. 3. For improved statistical results,
the cyst was also divided into the five different regions,
extracted randomly from the cyst, with equal areas,
overlapping in c/a 50%.
The Nakagami PDF revealed the smallest MSE for

all breast tissue regions. Hence, we used the Nakagami
shape parameter m as the best factor characterizing
the scattering properties of breast tissue regions. The
heated regions revealed significantly lower values of the
Nakagami shape parameter. Shape parameters of the
K-distribution and Gamma distribution can also be
considered as a qualitative measure of the scattering
character and they were also lower for heated tissues.
The Rayleigh parameter was at least 3 times larger in
the heated regions, due to the increased intensity of
the diffusive scattering. Inside the cyst regions, at the
normal temperature level, the histograms are best fit-
ted to the Nakagami distribution. In the heated cyst
all the distributions fitted to the histograms were very
similar to each other in the MSE sense. Hence, any
of these distribution can be used to characterize cyst
backscattering properties. It should be noticed that
shape parameters for all examined distributions of the

backscattered echoes from the cyst regions were sig-
nificantly larger after heated. The graphical illustra-
tion of the above discussion is presented in Figs. 5

Fig. 5. PDF estimates of signals amplitudes collected from
the glandular tissue region and four PDFs fitted to his-
tograms, top – normal temperature region, bottom – heated

region.
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and 6. For clarity, envelope samples in each data set
were scaled to [0, 1]. The impact of the temperature
rise on the smoothed histograms and their estimates
by the different probability density functions, calcu-
lated from the one glandular tissue region, A2, and
the cyst region, B2, are shown in Fig. 5 and Fig. 6,
respectively. Both, for the tissue region and for the
cyst, most of the histogram estimations were “far”
from the histogram and they started to be get closer
after heating.

Fig. 6. PDF estimates of signals amplitudes collected from
the cyst region and four PDFs fitted to histograms, top –
normal temperature region, bottom – heated region.

For better illustration of statistics variations in cyst
and surrounding tissue due to the temperature rise, 2D
graphs of the Nakagami shape parameter versus SNR
(signal to noise ratio) are plotted in Fig. 7.

Fig. 7. Values of the Nakagami shape parameter versus
SNR in five breast tissue regions and in five cyst regions

before (black) and after heating (gray).

3.4. Thermal changes in backscattered energy

Previously, we have reported the changes in
backscattered energy CBE (for the same experimental
data) in the cyst and surrounding regions calculated
as the ratio of squared amplitudes before and after
heating (Gambin et al., 2015b). Here, we calculate the
CBE in dB scale for the initial, “normal”, temperature
T0 and, after heating, at temperature T . The backscat-
tered echoes’ amplitudes were squared (value propor-
tional to echoes intensity) and CBE for each pixel (i, j),
where i is a sample number and j is an image line, has
been calculated as follows (Tsui et al., 2012):

CBE(i, j) = 10 log10
env2T
env2T0

(i, j), (3)

where envT0 and envT denote envelopes of signals at
the initial temperature and actual temperature, re-
spectively. The envelopes are calculated from the firstly

Fig. 8. Maps of CBEs with spatial resolution, 2 � 2 mm.
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obtained analytical signals with the help of Hilbert
transform of raw signals.
The CBE, in [dB] in different regions was calcu-

lated by averaging over all pixels (i, j) belonging to
the region. The maps of CBEs with 2 mm2 spatial res-
olution, is presented in Fig. 8.
In order to compare the CBE maps and numerical

temperature distribution obtained using FEM model,
we have calculated the average temperature values
in all 9 regions (Fig. 2), and the results are plotted
in Fig. 9.

Fig. 9. The mean temperature distribution in 9 regions from
Fig. 2 calculated using FEM (top), and the mean values of

CBE in the same regions (bottom).

4. Conclusions

The quality of B-mode images was significantly im-
proved after heating of breast. The fine details of the
cyst structure were clearly visible while the same re-
gion before heating was rather hypo-echogenic. The
penetration depth was increased by over 1 cm com-
paring to the pre-heating scanning (Fig.1). It means
that the RF echo amplitude after heating is larger. In
the less heated regions (left of the cyst) there are no
visible differences in the US image after heating, but

the differences occur in calculated from the row data
CBE (Fig. 9).
It should be stressed that the values of statistical

parameters are very sensitive to the variations of tem-
perature level, more in the normal tissue regions as
compared to the cyst region. Hence, the effect is “op-
posite” in a sense, that the Nakagami parameters de-
crease for the heated breast tissue regions whereas they
increase within the cyst regions. The full explanation
of this effect is still an open issue. Only a partial in-
terpretation can be done. The speed of sound in the
cyst, resembling the suspension of scatterers in fluid
medium is larger after heating, hence the resolution
cell contains more scatterers. We can speculate that
the PDFs for the heated cysts are better modeled by
the Rayleigh distribution, because the Nakagami shape
parameter is close to 1 and SNR is in the range 1.55–
1.65 (Fig. 6). However, there is no such simple explana-
tion in the case of the strongly inhomogeneous breast
tissue region, which contains different structures and
blood vessels. Our knowledge on the impact of the tem-
perature rise on the microstructural properties inside
the living tissue is by far incomplete. But the lower val-
ues of Nakagami parameter in heated regions suggest
that the scattering patterns are more heterogeneous,
than in the tissue in the body temperature. It can be
naively explained through the signal power enhance-
ment that causes larger fluctuations in the reflectivity
of scatterers.
After heating, the spectrum amplitude increases

much more in the surrounding tissue, than in the cyst
lesion comparing to the normal temperature level. In
glandular tissue regions, the rise of a relative spectrum
amplitude level is much greater than in the cyst re-
gions. The changes in the spectrum shape – especially
reduction of the bandwidth – are stronger after heat-
ing in both breast regions than in the cyst region. The
most heated region A3 has higher spectral energy than
region B3. This is also confirmed by FEM model and
CBE maps (Fig. 9). We shall also underline nearly per-
fect agreement between numerical FEM calculations
and CBE maps (Fig. 8 and Fig. 9). Only within the
one single region C1, the predictions are in contradic-
tion. It can be caused by the fact that the US breast
images recorded before and after heating were obtained
not exactly from the same volume of tissues.
Summing up, we have proved that the statistical

properties of RF echoes data, the changes in mean
echoes spectrum and changes in the backscattered en-
ergy, CBE, carry the information allowing to differ-
entiate thermal properties of the breast cyst and sur-
rounding tissue.
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